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Germany

OIML CERTIFICATE OF CONFORMITY

lssuing Authority

Name:
Address:
Person responsible:

Applicant

Name:

Address:

Manufacturer

Name:

Address:

Physikalisch-Tech nische Bundesanstalt
Bundesallee 100, 381 16 Braunschweig
Dr. Gudrun Wendt

SEVLAND GmbH

Hauptstraße 27
90547 Stein
GERMANY

Vzljot JSC

Masterskaya Str. 9
190121S1. Petersburg
RUSSIA

ldentification of the Ultrasonic water meter intended for the metering of cold potable water

certiried tvpe +lli"l[tü" "r (externar power suppry)
AFLOWT BUF (battery powered)

Further characteristics see page 3

This Certificate attests the conformity of the above identified type (represented by the sample or
samples identified in the associated Test Report) with the requirements of the following Recommen-
dation of the lnternational Organization of Legal Metrology (OIML):

R49-1 (2006): Metrological and technical requirements
R49-2 (2006): Test methods
R49-3 (2006): Test report format

This Certificate relates only to the metrological and technical characteristics of the type of instrument
covered by the relevant OIML Recommendation identified above.

This Gertificate does not bestow any form of legal international approval.
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The conformity was established by the results of tests and examinations provided in the associ-
ated Test Reports No. PTB-1.5-4050906 that includes 597 pages

The lssuing Authority

,4.

!' v'vr-gLL
Dr. G. Wendt
Head of Department

16.O2.2012

PIB

CIML Member

lmportant note: Apart from the mention of the Certificate's reference number and the name of the
OIML Member State in which the Certificate is issued, partial quotation of the Cer-
tificate and of the associated Test Report(s) is not permitted, although either may
be reproduced in full.

? f-t+
Dr. R. SchwarE
Head of Division

16.02.2412
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ldentification of the certified pattern - page 1 continued

Metrology characteristics:

Nominal diameter
mm

Qr
mt/h

Qz
mt/h

a
mtrh

Qr
mt/h

02/Ol Qe/Qr

10

0,251 0,21
0,15625 /

0,12510,1 I
0,079365 /

a,a6251a,05 /
0,039683 /
0,031251

0,025

0,41 0,321 0,25
1a,210,16 /

0,126984 10,1 I
0,08 / 0,063492

i 0,05 I 0,04
2,5 3,125 1,6

1A I 12,51
16t20125
131,5140I
50/63/80

I 100

15

0,63 / 0,5041
0,39375 /

0,315 10,2521
0,210,15751
0,1261O,1 I

0,a78751
0.063

1,008 / 0,8064 /
0,63 / 0,504 I
0,40321 0,321

0,25210,20161
0,16 / 0,1261

0,1008

6,3 7,875 1,6

101 12,51
16t20t25
131,5 40 I

50/63/80
/ 100

20

1,0 / 0,8 /
0,625 10,51
0,410,31751
0,2510,21

0,1587 10,125
t0,1

1,61 1,281 1,01
0,8 / 0,64 /

0,508 10,41
0,321 0,254 I

0,210,16
10 12,5 1,6

101 12,51
1620t251
31,5 40 /

50/63/80
/ 100

25

1,61 1,281 1,0
10,810,641
0,508 la,4l
0,3210,2541

0.21o.16

2,5612,051 1,6

1,281 1,021
0,81 /0,64 /
0,51 10,41 I
0.32 t0.2561

16 20 1,6

10 I 12,51
16201251
31,5 40 I

50/63/80
/ 100

32

2,512,O / 1,56
11,010,791
0,62510,51
0,410,3131

0,25

4,O I 3,212,51
2,0 I 1,61 1,27 I
1,0 / 0,8 10,631

0,51 0,4 25 31,25 1,6

10I 12,51
16201251
31,5 40 /

50/63/80
/ 100

4A

4,013,212,51
2,O I 1,61 1,27

I 1,010,81
0,63 / 0,510,4

6,4 I 5,121 4,01
3,212,5612,O3
I 1,61 1,281 1,0

1o,810,64 40 50 1,6

10 t 12,51
16201251
31,5 40 I

50/63/80
/ 100

50

6,3/5,0/4,0
3,1512,521

2,01,57 I 1,26
I 1,0 0,79 I

0.63

101816,3151
4 t3,212,512,0
I 1,61 1,261 1,0

63 78,75 1,6

10 I 12,51
1620 t251
31,5 40 I

50/63/80
/ 100
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NOmrnal drameter
mm

Qr
m3/h

Qz
m3/h

03
mt/h

Qc
mt/h

QzlQt Qs/Qr

65

10 t816,251
54t3,17t2,5
121,591 1,25

I 1,O

16 t 12,81 10l8
6,41 5,1 I 413,2
2,5412,01 1,6 100 125 1,6

101 12,51
1624 t25 t
31,5 40 I

50/63/80
/ 100

80

16 t 12,81 10 t
916,415,1 14

13,212,5412
11,6

25,6120,51 161
12,8 I 10,21

8,13 / 6,415,12
I 4,0613,212,56

f60 200 1,6

10 t 12,5 t
1620t25t
31,5 40 /

50/63/80
/ 100

100

251201 15,6 t
12,5 t 10 t8 t
6,25 t 514l
3,125 t2,5

40131125120
I 161 12,7 I 101
8/6,35 l5l4l

250 312,5 1,6

10 t 12,51
1620t251
31,5 401

50/63/80
/ 100

125

40t32t25t
20t16t

12,69841 101
B I 6,3492 t5 t

4

64 t51,21401
32125,61

20,31751 161
12,81 10J587

1816,4

400 500 1,6

101 12,51
16t20t25
131,5 t 40 t
50/63/80

/ 100

150

63150,41
39,38 I 31,5 I

25,2 t201
15,751 12,61
10/7.88i6,3

101 / 80,6 / 63 /
50,41 40,31321
25,2120,21161

12,61 10,1 630 787,5 1,6

10 t 12,5 t
1620 t25 t
31,5 40 I

50/63/80
/ 100

200

100 / 80 162,5
t50t40t321
25 t20 t15,87

I 12,51 10

160 I 128 I 100 I
80 /& I5A,8l
40I 32125,41

20t16 1000 1250 1,6

101 12,51
1620125t
31,5 40 /

50/63/80
/ 100

300

250 I 200 I
156 125 I 100
/80t63t50t
40 t31,25 t25

400 I 320 I 250 t
200 I 160 I 127 I
100/80/63,51

50140 2s00 3125 1,6

10I 12,51
1620 t25 t
31,5 401

50/63/80
/ 100

400

400 I 320 I
250 I 200 I

160 /
126,9841 I
100/80/

63,4920I 50 t
40

u0 t 51214001
320 I 256 I

203,17461 160
t128 I 101,5873

t80164
4000 5000 1,6

10 I 12,51
1620t25t
31,5 40 /

50/63/80
I 100
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Verification scale intervall (m" 0.00001
Accuracv class 2

Temoerature class T90
Maximum admissible pressure (bar) 25
Maximum admissible temperature ("C) 90

Enviromental class B.Candl
Electromao netic envi ronment E2 findustrial use)

lnstallation details:

Connection fupe Flanoe
Minimum straioht lenoth of outlet oioe 10xDN
Minimum straiqht lenqth of inlet pipe 10xDN
Flow conditioner none
Orientation limitations None overhead mountino
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